[Biocompatibility and quality control of pacemaker (author's transl)].
The Authors examine the functional, toxicological and pharmacological controls routinely performed on materials and on the finished products. They propose a biocompatibility protocol for screening materials, and they compare Italian regulations on quality control and good manufacturing practice of medical devices with foreign regulations.